Use of discriminant analysis in relating maternal anti-D levels to the severity of haemolytic disease of the Newborn.
The automated assay of maternal anit-D levels has been compared with manual methods and correlated with the severity of haemolytic disease of the newborn using discriminant analysis. The automated assay of anti-D proved to be marginally better than manual techniques in predicting the need for amniocentesis. The level at which amniocentesis should be considered has been calculated to be 4IU/ml of maternal serum.